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Abstract
Current hearing aids normally provide amplification based
on a general prescriptive fitting, and the benefits provided by
the hearing aids vary among different listening environments
despite the inclusion of noise suppression feature. Motivated
by this fact, this paper proposes a data-driven machine learning
technique to develop hearing aid fittings that are customised to
speech in different noisy environments. A differentiable hear-
ing loss model is proposed and used to optimise fittings with
back-propagation. The customisation is reflected on the data of
speech in different noise with also the consideration of noise
suppression. The objective evaluation shows the advantages of
optimised custom fittings over general prescriptive fittings.
Index Terms: Hearing aid speech processing, speech in noise,
differentiable hearing loss model
1. Introduction
The most common complaint of hearing aid users is that they
struggle to understand speech in noisy situations [1, 2]. This
is despite the fact that hearing aids are able to provide suffi-
cient amplification, and despite the fact that modern hearing
aids often include noise suppression algorithms. Ultimately bet-
ter source separation algorithms might solve this problem, but in
this paper we investigate whether speech intelligibility in noise
can be improved by data-driven approaches to parameter-tuning
in current hearing aid designs. In particular we look at the po-
tential for replacing traditional hearing aid fitting formulae with
scene-dependent fitting algorithms.
Hearing aids are currently tuned for individuals using one
of various prescriptive fitting formulae. These formulae have
similar design goals which link the listener’s audiogram (fre-
quency dependent hearing thresholds) to a prescribed degree
of frequency dependent amplification. The National Acous-
tic Laboratories’ Revised (NAL-R) fitting [3] aims to achieve
equal loudness across all frequency bands in linear hearing aids.
The more recent NAL-NL1 and NAL-NL2 [4] were designed to
work with hearing aids that employ non-linear dynamic range
compression algorithms and are designed to theoretically max-
imise speech intelligibility while not making the signal louder
than usual. They achieve this using a loudness model [5] and
the speech intelligibility index (SII) [6]. Other fitting formulae
include CAMEQ and CAMEQ2-HF [7, 8] and the widely used
DSLv5 [9].
The fitting formulae approach to hearing aid gain setting is
remarkably successful given that a single formulae is used to
cover all listening conditions. However, the question naturally
arises as to whether a better result could be achieved by using
noise-dependent fittings, and if so, how should these fittings be
optimised? This is particularly relevant now that environment
classification algorithms are available to automatically detect
whether a user is, say, in a domestic living room, in a noisy cafe
or standing by a busy road intersection, and hence good be used
to switch gain settings. It should also be considered that hear-
ing aids now apply increasingly sophisticated (but imperfect)
noise-reduction algorithms (e.g., adaptive filtering [10], spec-
tral subtraction[11, 12], spatial filtering [13]) that can altered
the signal in ways that have not been considered in the design
of NAL-NL2 etc. Further, recent hearing aids are using environ-
mental classification algorithms [14, 15] to allow the character-
istics of the noise suppression algorithms to be tuned separately
for different noise types [12]. This further complicates the re-
quirements of a fitting formulae. Logically, hearing aid gains
should be optimised in consideration of the perception of the
processed noise-reduced signal that the hearing aid delivers.
This study explores the possibilities of improving current
hearing aid performance by developing fittings specific to dif-
ferent listening environments and noise-reduction processing.
This is achieved using a model of hearing loss and a data-driven
machine learning method which, inspired by the recent suc-
cess of deep learning techniques, is optimised with the back-
propagation algorithm. Our previous work using a similar data-
driven fitting optimisation framework, DHASP [16], has shown
that hearing aid fittings optimised by a data-driven approach can
achieve high intelligibility for speech in quiet conditions. This
work extends the DHASP framework to speech in noise, and
proposes a new differentiable hearing loss model for the opti-
misation. The hearing loss model is approximated to the Cam-
bridge Auditory Group MSBG model [17, 18, 19, 20] from the
recent released Clarity Challenge [21]. For evaluation, various
objective evaluation metrics were used and the performances of
the optimised general fittings and custom fittings along with an
open-source well-recognised prescriptive fitting are compared
across a variety of noise types and hearing abilities. The results
show the advantages of the optimised custom fittings, suggest-
ing the proposed method could bring potential improvements
for current hearing aids.
This paper is organised as follows. Section 2 presents the
proposed fitting optimisation method. Section 3 describes the
evaluation metrics, the databases and the experimental setup.
The results comparing fittings in three contrasting noise envi-
ronments, with and without noise reduction are presented and
discussed in Section 4. Section 5 concludes the paper and
presents future directions.
2. Method
The overall workflow of the proposed method is shown in Fig. 1.
The degraded signal represents a noisy speech signal processed
with or without a noise suppression algorithm. To simulate
the typical signal pathway of a hearing aid (HA) user, the de-
graded signal is enhanced by a HA processor before being pro-
cessed by a hearing impaired (HI) model. Its difference to a






















Figure 1: Overall workflow
measured and used as loss to optimise the HA processor with
back-propagation. The NH and HI models are represented by
a hearing loss model, whose characteristics are based on a lis-
tener’s audiogram. Both the HA processor and the hearing loss
models operate at a 44.1 kHz sampling rate, and all signals are
presented at 65 dB as the sound pressure level (SPL) of nor-
mal conversation. A high-performance deep learning library
PyTorch [22] is used for the implementation to retrieve the gra-
dients for the optimisation.
2.1. Hearing-aid processor
As the SPL of input speech is constant at 65 dB, a finite impulse
response (FIR) filter is used as the HA processor providing con-
stant amplification excluding dynamic-range compression fea-
tures. The amplification provided depends on six trainable pa-
rameters, which represent the insertion gains at [250, 500, 1000,
2000, 4000, 6000] Hz to be consistent with the audiograms. The
frequency response is then obtained with linear interpolation,
and iFFT is applied to retrieve the impulse response. A Hann
window is subsequently multiplied with the impulse response.
2.2. Hearing loss model
The MSBG model can be considered as a hearing impairment
simulator, which consists of the simulations of acoustic trans-
formation between sound source and cochlea, spectral smear-
ing, and loudness recruitment. The structure of the model is
shown in Fig. 2. The hearing loss model proposed in this work
is a differentiable approximation to the MSBG model, and the
differences are in filter implementation and envelope retrieval.
All infinite impulse response (IIR) filters in the MSBG model
are approximated with FIR filters, and Hilbert transformation is
used to extract the envelopes, so that the computation can be
performed in parallel for fast optimisation using GPUs.
2.2.1. Source to cochlea transformation
The transformation of the sound pressure level from a sound
source to the cochlea is derived from the combination of a
free field and a middle ear transfer function. The free field
transfer function [23] approximates the acoustic changes dur-
ing sound propagation from the free field to the eardrum. The
middle ear transfer function [24] simulates the acoustic alter-
ations of sound in the middle- and inner-ear before arriving at
the cochlea. The overall transformation is implemented using
an FIR filter, whose frequency response is the combination of
the free field and the middle ear frequency-gain tables.
2.2.2. Spectral smearing
Spectral smearing [17] is used in the hearing loss model to sim-
ulate reduced frequency selectivity, which is one of the major
deficits in the sound analysis ability of cochlear hearing loss.
Experimental results showed that this technique leads to little
effect on the intelligibility of speech in quite, but a large effect
on speech in noise [17] or interfering speech [18]. This is gen-
Figure 2: Structure of the hearing loss model
erally consistent with the phenomenon that impaired frequency
selectivity contributes largely to the difficulty of understanding
speech in noise for listeners with cochlea hearing loss.
Input waveform signals are first processed by STFT with
Hamming windows. Smearing is then performed to the power
spectrogram, and the phase remains unchanged for iSTFT after
smearing. Given the input spectrogram X and the output spec-
trogram Y , the spectrum smearing function is expressed as:
Y = A−1N AWX, (1)
where AN and AW are the matrices representing the normal
and the widened auditory filterbanks, respectively. For each au-
ditory filter within the filterbank, the form is given by:
W (g) = (1 + pg) exp(−pg), (2)
where W (g) is the intensity weighting function describing the
filter shape in the frequency domain, g is the frequency differ-
ence from the center frequency fc divided by fc, and p is the
parameter determining the sharpness of the auditory filter [25].





where ERB is the equivalent rectangular bandwidth [26] calcu-
lated as 24.7× (0.00437fc +1), and the widening factor r dif-
fers for the lower and upper sides of the filter, denoted as rl and
ru, respectively. The values of rl and ru are dependent on the
degree of hearing loss. Each auditory filter is at last calibrated
by dividing 24.7×ERB(rl+ ru)/2 to remove an upward tilt in
the excitation pattern, which is caused by the increasing of the
bandwidth as the fc grows.
2.2.3. Loudness recruitment
It is observed that the response of a damaged cochlea to low-
level sounds is much smaller than a normal one, while the re-
sponse to high-level sounds is roughly the same as normal [19].
This is simulated by a dynamic range compression mechanism.
A group of Gammatone filters are firstly used to extract the
fine structures x(n) of the smeared waveform signal. The ith









where f (i) is the centre frequency, b(i) is the bandwidth com-
puted as 1.019×ERB, N is the order of the Gammatone filter (4
in this study), and A(i) is the amplitude to normalise the filters.
The number of filters I differs according to the hearing abilities.
The bandwidths of the filters are broadened two or three times
for moderate or moderate to severe hearing loss, respectively.
The outputs of the filters are aligned in the time domain to en-
sure the peaks for all channels are coincident for a pulse input.
This alignment will make the mixture of the outputs of the fil-
ters generally sound almost identical to the input signal. The
envelope E(n) of each channel is retrieved with Hilbert trans-
formation followed by a group of low pass filters for smoothing.














x(i) (n) , (5)
where HL is the audiometric hearing loss in dB, θ is the maxi-
mal loudness threshold which is set 105 dB, and Eθ is the cor-
responding envelope magnitude.
2.2.4. Cochlea-to-source transformation
The recruited signal is lastly processed by a cochlea-to-source
transfer FIR filter, whose frequency response is the additive in-
verse in dB of the frequency response of the source-to-cochlea
transformation filter.
2.3. Objective function
Given the simulated reference signal yr(n), i.e. the clean nor-
mal hearing signal, and the processed hearing impaired sig-
nal yp(n), STFT is firstly applied to retrieve the corresponding
spectrograms Yr(m, k) and Yp(m, k). The objective function
consists of a spectrogram reconstruction loss Lspec and a sound
pressure level loss Lspl. Lspec is expressed as:







|Yp (m, k)− Yr (m, k)|

 , (6)
and Lspl is computed as:

















The overall objective function is expressed as:
L =
{
Lspec + αLspl, if Lspl ≥ 0
Lspec, otherwise
, (8)
where α is a weighting coefficient. Lspl is used to prevent over-
amplification, which could lead to listening discomfort for the
listeners, and thus it is not applied if negative.
3. Experiments
3.1. Evaluation
The hearing-aid speech perception index (HASPI) [27] and
hearing-aid speech quality index (HASQI) [28], which are de-
veloped based on a physiological auditory model, are used to
evaluate the speech intelligibility and quality, respectively. Seg-
mental frequency weighted signal-to-noise (FWSNR) ratio is
also used for evaluation, and the implementation is from [29].
The FWSNRs are measured after the amplified signals pro-
cessed by the MSBG model.
The open-source NAL-R prescription is used as the baseline
prescription, which is widely recognised and more importantly
tested in subjective experiments. To be consistent with the HA
processor, the derivation of the NAL-R frequency response is
based on the hearing losses at [250, 500, 1000, 2000, 4000,
6000] Hz. The Wiener filtering algorithm, popular for noise
suppression in hearing aids, is used in this work as the noise
suppression front end. Fittings optimised on clean data are re-
garded the general fittings (G). Meanwhile, the custom fittings
include the fittings optimised on noisy data (Cn) and the fittings
optimised on the Wiener filtering enhanced noisy data (Cw).
3.2. Databases
Three standard audiograms N1, N2, and N4 from [30] are used
in this study, which represent three hearing loss categories: mild
Table 1: Hearing losses of the audiograms used in this study.
250 Hz 500 Hz 1 kHz 2 kHz 4 kHz 6 kHz
N1 10 dB 10 dB 10 dB 15 dB 30 dB 40 dB
N2 20 dB 20 dB 25 dB 35 dB 45 dB 50 dB
N4 55 dB 55 dB 55 dB 65 dB 75 dB 80 dB
(N1), moderate (N2), and moderate to severe (N4). Their hear-
ing losses at different frequencies are shown in Table 1.
The noisy speech corpus from [31] is used, which was
mixed using speech utterances from the the Voice Bank Cor-
pus [32], and noises from the recordings of the first channel of
the Demand database [33]. A set of 56 speakers is used for
training, and another set of 28 speakers is divided into the vali-
dation and test sets. There are around 400 utterances from each
speaker. 10 types of noises are mixed with the utterances, at
the SNRs of 0, 5, 10, and 15 dB according to ITU-T P.56 stan-
dard [34]. All signals are filtered with a high pass filter whose
cut-off frequency is 80 Hz to eliminate non-speech interference.
Three categories of noises are selected in the experiments: traf-
fic, kitchen, and babble. The traffic noise and kitchen noise are
comparatively more stationary, and mainly distributed in low
and high frequencies, respectively. The babble noise is less sta-
tionary, and its spectrum overlaps clean speech.
3.3. Experimental setup
The Wiener filter implementation is based on the method pro-
posed in [35]. The parameter setting in the differentiable hear-
ing loss model is consistent with the MSBG model. In the spec-
tral smearing, [rl, ru] are set as [4.0, 2.0], [2.4, 1.6], and [1.6,
1.1] for the mild, moderate, and moderate to severe hearing loss,
respectively. In the loudness recruitment, the Gammatone filter-
bank consists of 36, 28, or 19 filters respectively for the three
types of hearing loss. The HA processors are trained with a
batch size of 128 for 500 epochs using the Adam optimiser with
a learning rate of 1e-2. The parameters are initialised as the
NAL-R fitting. The weighting coefficient in Eq. 8 is set to 5.
Figure 3: Frequency responses of NAL-R fitting, custom fittings
optimised with noisy data (Cn), custom fittings optimised with
Wiener filtering enhanced noisy data (Cw), and the general fit-
tings (G) for different hearing losses.
Table 2: Evaluation scores of various fittings applied to noisy speech before and after the enhancement of Wiener filtering. N: NAL-R
prescriptive fittings, G: optimised general fittings, +W: using enhanced noisy speech by Wiener filtering, Cn: custom fittings optimised
on noisy data, Cw+W: custom fittings optimised on Wiener filtering enhanced noisy data with Wiener filtering. The single best score in
each group is indicated in bold.
Traffic Kitchen Babble
N N+W G G+W Cn Cw+W N N+W G G+W Cn Cw+W N N+W G G+W Cn Cw+W
N1
HASPI 0.92 0.93 0.92 0.95 0.93 0.95 0.99 0.98 0.99 0.99 0.99 0.99 0.68 0.65 0.66 0.67 0.68 0.67
HASQI 0.25 0.23 0.26 0.27 0.28 0.26 0.42 0.30 0.42 0.35 0.44 0.35 0.15 0.13 0.15 0.14 0.16 0.14
FWSNR 5.40 6.08 5.82 6.40 7.59 6.22 9.54 8.77 7.42 8.65 10.71 8.76 4.26 4.21 4.41 4.36 6.00 4.23
N2
HASPI 0.87 0.81 0.88 0.91 0.89 0.91 0.97 0.91 0.98 0.98 0.98 0.98 0.57 0.50 0.59 0.59 0.60 0.59
HASQI 0.18 0.13 0.20 0.19 0.21 0.19 0.23 0.17 0.30 0.24 0.30 0.24 0.11 0.08 0.12 0.10 0.12 0.10
FWSNR 5.63 6.00 7.08 6.31 7.61 6.30 9.64 8.54 7.84 7.77 8.39 7.65 4.35 4.07 5.38 4.35 5.48 4.24
N4
HASPI 0.21 0.16 0.52 0.40 0.52 0.39 0.23 0.20 0.61 0.53 0.61 0.51 0.13 0.09 0.31 0.24 0.30 0.23
HASQI 0.03 0.02 0.08 0.05 0.08 0.05 0.03 0.03 0.08 0.07 0.08 0.07 0.02 0.02 0.06 0.04 0.05 0.04
FWSNR 0.91 2.06 5.12 4.44 5.24 4.40 1.86 2.21 6.55 5.71 6.63 5.65 0.37 1.01 3.52 2.81 3.66 2.80
4. Results and Discussions
Fig. 3 shows the frequency responses of the optimised general
(G) and custom (Cn, Cw) fittings along with the baseline NAL-
R prescription for the three hearing loss categories in various
noise conditions. First, it can be observed that in general, the
frequency responses of optimised fittings have higher gains in
low and high frequencies and lower gains around 1 kHz than the
NAR-R prescription. This is broadly consistent with the results
of subjective hearing experiments reported in [36] and our pre-
vious findings using DHASP [16]. The subjective experiments
for hearing-aid self-fitting showed that hearing impaired listen-
ers prefer higher gain in high frequency, and lower gain around
1 kHz for speech in noise compared to the NAL-NL2 fitting,
which provides even more gain in low and high frequencies and
less gain in middle frequency than NAL-R.
Second, compared to the frequency responses of the pro-
cessors optimised using noisy data (Cn), those optimised using
Wiener filtering denoised data (Cw) are more similar to those
optimised using clean data (G). This is expected as Wiener fil-
tering is able to suppress the noise to some extent. Among
the three noise types, the kitchen noise energy is mainly dis-
tributed in high frequencies, and thus the processors optimised
in kitchen noise provide more gain in low frequency and less
gain in high frequency. On the contrary, the processors opti-
mised in traffic and babble noises, whose energy is mostly in
low frequencies, show more gain in high frequency and less in
low frequency. It can also be observed that as the hearing loss
severity increases from N1 to N4, the differences among pro-
cessors optimised with different settings are smaller.
Table 2 presents the HASPI, HASQI, and FWSNR scores
of the various fittings evaluated in this study. The optimised
fittings specific to different listening environments and noise-
reduction processing outperform NAL-R in most of the evalua-
tion scores. The improvement over NAL-R is in general larger
for more severe hearing loss than that for mild hearing loss, but
the benefit can be seen for all three listeners’ audiograms and
across different noise conditions. This shows there are poten-
tial advantages in listening-condition specific fittings that can
be learned using the proposed data-driven approach.
Comparing the scores between the optimised custom fit-
tings and the general prescriptive fittings, it is clear that the cus-
tom fittings produced higher FWSNRs than the general fittings
in all cases The custom fittings also achieved overall higher or
approximately equal HASPI and HASQI scores than the gen-
eral fittings for mild and moderate hearing losses. For moderate
to severe hearing loss in the babble noise condition, the gen-
eral fitting scores are marginally better than the custom fitting
scores. This could be due to the fact that the custom fittings pro-
vided overall higher insertion gain, and HASPI and HASQI are
sensitive to signal presentation level when the hearing threshold
is high, i.e., when the hearing loss is more severe.
It can also be seen that Wiener filtering does not lead to
better performance for hearing loss based on the objective eval-
uation. Our direct measurement without the hearing loss model
suggests that Wiener filtering can improve the SNR of noisy
speech on average by 6.18, 8.62, and 5.06 dB for traffic, kitchen
and babble noise, respectively. However, the HASPI scores sug-
gest that only listeners with mild and moderate hearing losses
can gain intelligibility benefit from Wiener filtering in the envi-
ronment with traffic noise, where the noise is relatively station-
ary and distributed in low frequencies. For more severe hearing
loss, or in the kitchen and babble noise, Wiener filtering did not
improve the HASPI score. The SNR improvement by Wiener
filtering also did not translate into improvement to the FWSNR
in all the tested conditions. While it improves the FWSNR for
NAL-R fittings in the traffic noise, there is no clear performance
pattern for other noise environments. Overall, the objective ex-
periments suggest the potential advantage of the custom hear-
ing aid fitting optimisation, while challenging the intelligibility
benefit of Wiener filtering for environmental noise suppression.
5. Conclusions
This paper has presented a data-driven method to include the
effects of different noises and noise suppression techniques into
the development of hearing aid fittings. It was argued that a
data-driven hearing aid fitting algorithm can be more flexible
than current prescribed fitting formulae. A differentiable hear-
ing loss model was proposed for the data-driven optimisation
and evaluated in different noise conditions both with and with-
out noise reduction processing enabled. The objective eval-
uation metrics suggest that the optimisation based approach
has potential to outperform prescribed fittings, and that noise-
dependent optimisation is particularly promising, with greatest
benefits for mild and moderate hearing losses.
So far the results have been evaluated using objective mea-
surements alone. Based on the promise of these early-stage re-
sults, subjective evaluations with hearing impaired listeners are
planned for the next phase of the work, including subjective
comparisons between the optimisation objectives of the hearing
loss model proposed in this work and HASPI based model in
the DHASP [16].
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